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Diamond RealSeal™ Plastic Laboratory Bottles 

STERILIZATION GUIDELINES 
Observe the tolerated temperature range of plastic type when autoclaving. Remove any stoppers, fittings, or 
caps prior to autoclaving. Plastic vessels should be autoclaved separately from their closures and other 
fittings. Autoclaving with closures in place can lead to deformation and destruction of the vessel. Verify that 
no contamination or residues are present before sterilization as their presence could destroy plastics during 
sterilization or autoclaving. All statements are advisory only, and imply no liability on the part of Ted Pella, 
Inc. All statements relating to the resistances of plasticware to high temperatures, chemicals, and to 
sterilization and cleaning procedures have been carefully formulated, based on statements of raw materials 
manufacturers and experience gained in practical use. 

CHEMICAL RESISTANCE GUIDELINES 
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PHYSICAL PROPERTIES OF PLASTICS TABLE 

 
 
CLEANING LABORATORY PLASTICWARE 
All polyolefins, such as Low Density Polyethylene (LDPE), High Density Polyethylene (HDPE) and 
Polypropylene (PP) have wettable surfaces that are both highly resistant to high temperatures and chemical 
attack and easy to clean. Slight contamination can be removed using a chemically neutral (pH7) cleaning 
agent. Heavy contamination can be removed using an alkaline (pH up to 12) cleaning agent. Never use 
scouring powders or abrasive sponges when cleaning laboratory plasticware. 


